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Environmental 
Effects  of  Dredging 

T echnical  Notes 


Determination  of  Total  Organic  Carbon  in  Estuarine 
Leachate  Samples 

Purpose 

This  technical  note  describes  an  analytical  procedure  for  determining  total 
organic  carbon  (TOC)  in  multiphase  leachate  samples  containing  microparticu¬ 
lates,  details  the  techniques  used  to  obtain  analytical  results  and  ensure  data 
validity,  and  presents  performance  statistics  on  accuracy,  precision,  and  bias. 


Background 

Dredging  operations  of  the  U.S.  Army  Corps  of  Engineers  may  result  in 
disposal  of  dredged  material  in  a  confined  disposal  facility  (CDF).  Dredged 
material  may  contain  various  types  of  inorganics  (metals),  oils,  and  organic 
contaminants.  When  placed  in  a  CDF,  dissolved  organic  matter  and  micropar¬ 
ticulates  may  facilitate  leaching  of  contaminants  into  surface  water  or  ground- 
water.  Column  leach  tests  under  development  by  the  Corps  of  Engineers 
provide  a  controlled  laboratory  mechanism  for  simulating  the  leaching  process 
in  a  CDF.  Collection  and  evaluation  of  leachate  samples  provide  quantitative 
information  needed  to  assess  potential  water  quality  impacts  of  the  confined 
disposal  alternative. 

Testing  of  estuarine  leachate  samples  containing  colloids  and  microparticu¬ 
lates  requires  special  analytical  techniques.  A  procedure  detailing  the  determi¬ 
nation  of  TOC  concentration  in  estuarine  leachate  samples  is  described  in  this 
technical  note. 


Additional  Information 


For  additional  information,  contact  one  of  the  authors,  Ms.  Barbara  A.  Tardy, 
(601)  634-3574,  and  Mr.  Tommy  E.  Myers,  (601)  634-3939,  or  the  manager  of 
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the  Environmental  Effects  of  Dredging  Programs,  Dr.  Robert  M.  Engler,  (601) 
634-3624. 

Introduction 

Distinct  differences  in  leaching  characteristics  of  freshwater  and  estuarine 
sediments  have  been  observed  and  documented  (Brannon  and  others  1991;  Lee 
and  others  1993a,b,c;  Myers  and  Brannon  1993).  Anaerobic  leaching  of  freshwa¬ 
ter  sediments  with  distilled-deionized  (DDI)  water  produces  aqueous  leachate 
samples  relatively  free  of  microparticulates  (Brannon,  Myers,  and  Price  1992). 
Conventional  liquid  injection  procedures  (American  Public  Health  Association 
1989,  U.S.  Environmental  Protection  Agency  1986)  for  TOC  determination  are 
analytically  sound  for  these  leachate  samples. 

Column  leaching  of  estuarine  sediments  with  DDI  water  initially  produces 
microparticulate-free  leachate  samples.  After  leaching  several  pore  volumes, 
leachate  samples  containing  nonfilterable  colloids  and  nonsettleable  micropar¬ 
ticulate  matter  are  obtained  (Lee  and  others  1993a,b,c).  Analysis  of  these  sam¬ 
ples  for  metals  and  organic  species  using  standard  procedures  presents  no 
major  obstacles.  However,  analysis  of  these  samples  for  TOC  using  standard 
techniques  has  been  subject  to  error  due  to  the  nonhomogeneity  of  the  samples 
and  the  dispersion  of  TOC  in  both  water  and  colloid  phases. 

Preliminary  testing  of  estuarine  leachate  samples  by  a  modified  ampule 
method  resulted  in  a  fivefold  increase  in  TOC  over  identical  samples  tested  by 
standard  liquid  injection  techniques.  These  highly  disparate  results  indicate 
that  quantitation  of  TOC  in  estuarine  leachate  samples  by  liquid  injection  tech¬ 
niques  is  problematic,  and  may  yield  erroneously  low  results.  Separate  analy¬ 
sis  of  liquid  and  microparticulate  phases  after  filtration  is  an  alternative. 
However,  possible  losses  during  filtration  and  the  attendant  problems  associ¬ 
ated  with  multiple  sample  analyses  justify  the  development  of  an  analytical 
technique  for  whole  sample  testing,  that  is,  without  microparticulate  separation. 

The  TOC  concentration  in  nonhomogeneous,  aqueous-based,  multiphased, 
estuarine  leachate  samples  is  more  appropriately  determined  by  the  modified 
ampule  method  described  in  this  technical  note. 


Sediment  Leaching 

Two  estuarine  sediments  were  tested  in  this  study:  Outer  Oakland  Harbor 
(Oakland,  CA)  and  Pinole  Shoal  (Baldwin  Harbor,  California).  Sediments  were 
mechanically  mixed  under  a  nitrogen  atmosphere,  weighed,  and  loaded  into 
the  column  leach  apparatus  described  in  Brannon,  Myers,  and  Tardy  (1994). 
Leaching  tests  were  performed  in  duplicate  for  all  sediments. 

DDI  water  was  transported  to  each  column  in  an  upflow  mode.  Water  flow 
rates  providing  average  pore  water  velocities  of  about  1  x  10 '  cm/sec  were 


controlled  by  constant-volume  metering  pumps.  Leachate  samples  were 
collected  at  specified  time  intervals,  weighed,  preserved  to  pH  <  2  with  concen¬ 
trated  sulfuric  acid,  and  stored  as  described  in  Brannon,  Myers,  and  Tardy 
(1994).  Sediment  leaching  generated  230  samples  that  were  used  to  develop 
the  modified  ampule  method  described  in  the  following  section. 

Sample  Preparation 


Five  representative  analytical  subsamples  were  prepared  by  mixing  each 
leachate  sample  on  a  magnetic  stirrer.  During  mixing,  0.25-  to  1.0-ml  aliquots 
of  the  samples  were  transferred  (using  10-ml  pipet  tips  with  a  minimum  open¬ 
ing  of  3  mm)  into  fared,  precombusted,  10-ml  glass  ampules  and  weighed  on 
an  analytical  balance.  Acidification  of  the  analytical  subsamples  with  1  ml  of 
5-percent  phosphoric  acid  was  followed  by  addition  of  2  ml  of  DDI  water. 
After  30  min,  0.2  g  potassium  persulfate  and  2  ml  DDI  water  were  added  to 
the  ampules.  Removal  of  inorganic  carbon  from  the  samples  was  accom¬ 
plished  by  placing  the  ampules  on  an  Ampule  Purging  and  Sealing  Unit 
(Oceanographies  International  Corporation)  and  sparging  with  carbon-free 
oxygen  at  a  rate  of  60  ml /min  for  6  min.  After  sealing,  the  ampules  were 
placed  in  a  digestion  chamber  at  105  to  115  °C  for  30  min.  Nonpurgeable 
organic  carbon  remaining  in  the  sample  was  converted  to  carbon  dioxide  by 
the  action  of  persulfate  at  the  elevated  temperature.  Identical  procedures  were 
followed  in  the  preparation  of  standards  and  quality  control  samples. 


Preparation  of  Standards,  Calibration  Curve,  and  Quality 
Control  Samples 

A  l,000-|ig/ml  carbon  stock  solution  was  prepared  by  dissolving  0.2128  g 
anhydrous  potassium  hydrogen  phthalate  in  DDI  water  and  diluting  to  vol¬ 
ume  in  a  100-ml  volumetric  flask.  Carbon  standard  solutions  (5,  10,  20,  30,  40, 
60,  and  80  gg/ml  carbon)  were  prepared  by  pipetting  0.5,  1.0,  2.0,  3.0,  4.0,  6.0, 
and  8.0  ml  carbon  stock  solution  into  separate  100-ml  volumetric  flasks  and 
diluting  to  volume  with  DDI  water.  Carbon  standard  solutions  (1-ml  aliquots) 
were  analyzed,  and  a  calibration  curve  was  constructed  by  plotting  micro¬ 
grams  of  carbon  in  the  standards  versus  millivolt  values  from  the  instrument 
(Figure  1).  The  linear  range  of  the  instrument  was  established  from  the  calibra¬ 
tion  curve.  The  linear  range  of  the  method  was  5  to  80  |ig/ml  carbon. 

Leachate  samples  exceeding  the  linear  range  were  reanalyzed  after  subsequent 
weighing  of  a  smaller  subsample. 

A  50-pg/ml  instrument  calibration  check  standard  (ICCS)  was  prepared  by 
pipetting  5.0  ml  Carbon  Stock  Solution  into  a  100-ml  volumetric  flask  and  dilut¬ 
ing  to  volume  with  DDI  water. 

A  quality  control  (QC)  sample  containing  40  pg/ml  carbon  was  prepared  by 
dissolving  0.125  g  tartaric  acid  in  DDI  water  in  a  1-L  flask,  then  diluting  to 
volume. 


Figure  1.  Total  organic  carbon  standard  calibration  curve 


A  certified  reference  material  (CRM)  (No.  03042  from  Environmental 
Resource  Associates)  was  prepared  as  instructed  in  the  Certificate  of  Analysis 
accompanying  the  CRM. 

Quantitative  Analysis  of  Standards  and  Samples 

An  Oceanographies  International  Corporation  model  700  TOC  Analyzer  was 
used  to  quantitate  the  organic  carbon  content  of  samples  and  standards.  After 
breakage  of  the  ampules  on  the  cutter  assembly,  the  carbon  dioxide  formed 
was  carried  by  an  inert,  nitrogen  gas  stream  to  the  nondispersive  infrared 
detector  and  measured.  Carbon  dioxide  detected  was  a  quantitative  measure¬ 
ment  of  TOC  in  the  sample. 


Quality  Control 

Prior  to  analyzing  samples,  the  instrument  was  calibrated  using  a  DDI  water 
blank  and  the  50-pg/ml  ICCS.  Instrument  performance  was  monitored 


throughout  the  analytical  run,  by  periodically  reanalyzing  the  ICCS.  Prior  to 
sample  testing,  a  method  blank  and  QC  sample  were  analyzed.  Precision 
measurements  were  obtained  by  replicate  analysis  of  leachate  samples  at  a  fre¬ 
quency  of  10  percent.  Matrix  interference  was  investigated  by  spiking  samples 
with  0.25  or  0.5  ml  of  a  50-pg/ml  carbon  standard  solution  at  a  10-percent  fre¬ 
quency  rate.  Method  accuracy  and  bias  were  determined  by  analyzing  the 
CRM  at  the  beginning  and  end  of  each  analytical  run.  Statistical  computations 
(American  Public  Health  Association  1989,  Taylor  1987)  were  used  in  evaluat¬ 
ing  chemical  measurement  data. 

Results  and  Discussion 

Performance  Characteristics 

QC  sample  analysis  results  are  shown  in  Figure  2.  The  center  line  repre¬ 
sents  the  mean;  the  two  outer  lines  represent  the  upper  (UCL)  and  lower 
(LCL)  control  limits,  or  99-percent  confidence  level  corresponding  to  ±3  stand¬ 
ard  deviations  (SD).  The  two  lines  closest  to  the  mean  line  are  the  upper 
(UWL)  and  lower  (LWL)  warning  limits,  or  95-percent  confidence  level 
(±2  SD).  The  mean  value  for  the  quality  control  sample  was  41.0  pg/ml  carbon 
with  a  standard  deviation  of  2.22  gg/ml  carbon.  One  data  point  is  outside  the 
lower  warning  limit.  However,  one  analysis  result  outside  the  95-percent  confi¬ 
dence  level  and  within  the  99-percent  level  is  normal,  and  is  expected  to  occur 
approximately  once  in  every  20  analyses.  At  the  99-percent  confidence  level, 
no  data  points  are  outside  the  upper  or  lower  control  limits.  Nearly  symmetri¬ 
cal  distribution  of  data  points  around  (19  above  and  18  below)  the  mean  value 
indicates  absence  of  trending  toward  high  or  low  bias  results  (Taylor  1987). 

Replicate  leachate  sample  analysis  results  were  evaluated  to  determine 
method  precision.  In  theory,  replicate  calculations  based  on  the  difference  of 
two  measurements  (the  range)  cannot  be  less  than  zero  since  it  is  the  absolute 
difference  between  two  positive  numbers  (Dux  1990).  In  practice,  since  bias 
may  represent  both  positive  and  negative  interferences,  expression  of  relative 
percent  difference  having  positive  and  negative  values  permits  evaluation  of 
precision,  bias,  and  data  distribution. 

Relative  percent  difference  (RPD),  shown  in  Figure  3,  was  calculated  using 
the  formula 


±RPD  = 


Original  result  -  ( Replicate  result ) 
Mean 


x  100 


All  resulting  data  were  within  the  25  percent  upper  laboratory  acceptance 
limit  (ULAL)  and  -25  percent  lower  laboratory  acceptance  limit  (LLAL).  Preci¬ 
sion  calculated  from  the  SD  of  the  results  of  duplicate  sample  analyses  was 
4.5  pg/ml. 
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Figure  2.  Quality  control  sample  results 


Figure  3.  Replicate  results  for  relative  percent 
difference 


Percent  recovery  of  spiked  samples  is  presented  in  Figure  4.  Control  lines 
correspond  to  the  mean  recovery  (97.9  percent)  and  the  ULAL  and  LLAL  val¬ 
ues  of  125  and  75  percent,  respectively.  Absence  of  matrix  effects  was  verified 
by  spike  recoveries  all  within  the  laboratory  acceptance  range  of  75  to  125  per¬ 
cent,  with  no  data  outliers. 

Results  for  the  CRM  analyzed  with  this  batch  of  samples  are  shown  in  Fig¬ 
ure  5.  The  center  line  represents  the  mean  value;  the  outer  lines  correspond  to 
the  upper  (UCV)  and  lower  (LCV)  control  values  recommended  by  the  vendor. 
The  mean  value  for  the  CRM  was  66.6  gg/ml  TOC  compared  with  a  certified 
mean  value  of  67.9  (ig/ml  with  an  LCV  of  58  |ig/ml  and  a  UCV  of  78  pg/ml. 
The  standard  deviation  was  3.2  gg/ml,  with  a  method  bias  of  1.3  gg/ml, 
single  operator  bias  of  0.8  pg/ml,  and  net  bias  of  1.9  percent.  Comparison  of 
the  results  obtained  using  this  method  with  the  published  values  for  the  CRM 
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Figure  4.  Spike  recovery  results 


Figure  5.  Analytical  results  for  certified  reference 
material 


validates  the  analytical  procedure.  The  CRM  data  confirm  method  accuracy 
and  further  authenticate  the  measurement  process. 

Application 

Elution  curves  depicting  TOC  released  during  column  leaching  of  Outer 
Oakland  Harbor  sediment  with  DDI  water  are  shown  in  Figure  6.  TOC  con¬ 
centrations  in  leachate  steadily  increased  to  peak  concentrations  and  then 
tended  to  decline.  These  curves  are  typical  of  the  elution  behavior  of  contami¬ 
nants  in  estuarine  sediments  when  leached  with  DDI  water  (Lee  and  others 
1993a,b,c).  They  show  that  initial  leachate  quality  is  not  the  worst  quality  that 
can  be  expected  when  estuarine  dredged  material  is  placed  upland  and 
leached  with  low-ionic  strength  water. 
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Figure  6.  Total  organic  carbon  elution  curves 


Companion  analysis  of  contaminant  concentrations  and  TOC  was  not  possi¬ 
ble  in  the  previous  studies  by  Lee  and  coworkers  (1993a,b,c)  because  suitable 
analytical  techniques  were  not  available  for  TOC  analysis  of  samples  with 
significant  amounts  of  nonsettleable  microparticulates.  Application  of  the 
analytical  technique  presented  in  this  note  shows  that  TOC  elution  generally 
correlates  to  the  contaminant  elution  behavior  previously  reported  and  there¬ 
fore  may  be  instrumental  in  governing  contaminant  elution. 

Conclusion 

The  test  procedure  described  in  this  technical  note  can  be  used  to  make 
accurate  and  reproducible  measurements  of  TOC  concentrations  in  estuarine 
leachate  samples.  Acceptable  bias,  precision,  and  accuracy  can  be  obtained 
with  the  procedure.  Thus,  this  method  eliminates  the  need  to  separately  deter¬ 
mine  TOC  in  liquid  and  microparticulate  phases  of  aqueous  samples. 

In  addition  to  the  analysis  of  leachate  samples  containing  nonsettleable 
microparticulate  matter,  the  analytical  procedure  described  in  this  technical 
note  may  be  applicable  to  determination  of  TOC  in  solid  and  semisolid  materi¬ 
als  containing  moderate  to  large  amounts  of  organic  carbon.  TOC  determina¬ 
tion  in  samples  of  this  nature  presently  requires  sample  predrying  and  sieving, 
which  may  introduce  errors  resulting  in  unacceptable  bias,  accuracy,  and  preci¬ 
sion  results.  The  procedures  described  in  this  technical  note  eliminate  these 
steps  and  could  provide  more  accurate  and  precise  results. 
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